1. Introduction
===============

Dental implants are used to replace or reconstruct missing teeth. Systematic and meta-analytic studies published in recent decades show a long-term success and survival rate of more than 10 years in over 90% of the cases.^\[[@R1]--[@R3]\]^ However, despite the fact that dental implants have become a widespread and rapidly increasing treatment option, mechanical and biological complications occur frequently. Ultimately, the possibility of failure is also steadily increasing.^\[[@R4]--[@R6]\]^ In a long-term systematic review, the cumulative mechanical complication incidence rate over a period of 5 years was reported to be 12.7% for loosening of screws or abutments and 0.35% for screw or abutment fractures.^\[[@R7]\]^ Also observed at a large multicenter study, a total of 19,087 implant cases were monitored over 9 years, and confirmed 70 fixture fractures (0.4%).^\[[@R8]\]^ Another systematic review of biological complications reported the prevalence of peri-implant mucositis and peri-implantitis of up to 65% and 47%, respectively.^\[[@R9]\]^

More than hundreds of manufacturers produce over 4000 different types of dental implant systems globally.^\[[@R10],[@R11]\]^ A wide variety of fixture structures (straight, tapered, conical, ovoid, trapezoidal, internal, and external) with different surface treatment techniques (machined, blasted, acid-etched, hydroxyapatite-coated, titanium plasma-sprayed, and oxidized) are continuously being developed and clinically applied.^\[[@R12]--[@R14]\]^ Therefore, if clinical dental practitioners cannot identify and classify the dental implant systems when mechanical and biological complications occur, there is an increased probability of invasive treatment modalities for repair or replantation.^\[[@R15],[@R16]\]^ Although panoramic and periapical radiographs are the primary means for identifying and classifying dental implant systems, it is exceedingly difficult to distinguish different systems with similar shapes and features through radiographs. This is due to significant inherent weaknesses, such as noise, haziness, and distortion.^\[[@R17],[@R18]\]^

Computer-aided diagnostic systems have shown good efficiency and improved outcomes when applied in various medical and dental fields. In particular, among popular research technologies of deep learning, convolutional neural networks (CNNs) have developed rapidly in recent years and demonstrate excellent performance in regards to image analysis such as detection, classification, and segmentation.^\[[@R19],[@R20]\]^ However, despite the excellent performance and reliability of deep CNN algorithms, basic research and clinical application in the dental field are vastly limited. The purpose of this study was to demonstrate the efficacy of deep CNN algorithm for the identification and classification of dental implant systems using panoramic and periapical radiographs.

2. Materials and methods
========================

2.1. Datasets
-------------

This study was conducted at the Department of Periodontology, Daejeon Dental Hospital, Wonkwang University, and all image datasets were anonymized and separated from any personal identifiers. The research protocol was approved by the Institutional Review Board of Daejeon Dental Hospital, Wonkwang University (approval no. W1809/001-001). Raw panoramic and periapical radiographic images (INFINITT PACS, Infinitt, Seoul, Korea) of patients who underwent dental implant treatment at the dental hospital were acquired between January 2010 and December 2019. Three types of dental implant systems -- TSIII SA, Osstem Implant Co. Ltd., Seoul, Korea; Superline, Dentium Co. Ltd., Seoul, Korea; SLActive BLT implant, Institut Straumann AG, Basel, Switzerland -- were classified and each dental implant system was labeled based on electronic dental records. These dental implant systems have a sandblasted, large-grit, acid-etched surface, and an internal conical connection with similar tapered structure in common (Fig. [1](#F1){ref-type="fig"}).

-   Osstem TSIII implant system: fixtures with a diameter of 3.5 to 5.0 mm and length of 7 to 13 mm, designed with double and corkscrew thread, helix cutting edge, and an apical taper angle of 1.5°.

-   Dentium Superline implant system: fixtures with a diameter of 3.6 to 5.0 mm and length of 8 to 12 mm, designed with double threads, and a long cutting edge.

-   Straumann BLT implant system: fixtures with a diameter of 3.3 to 4.8 mm and length of 8 to 12 mm, designed with full-depth threads, 3 cutting notches, and an apical taper angle of 9°.

![Three types of dental implant systems have a sandblasted, large-grit, acid-etched surface, and an internal connection with similar tapered morphology in common.](medi-99-e20787-g001){#F1}

2.2. Preprocessing and image augmentation
-----------------------------------------

The regions of interest, which displayed only 1 implant fixture per image, were manually cropped and labeled by 3 periodontology residents who were not directly involved in the study using radiographic image analysis software (Osirix X 10.0 64-bit version; Pixmeo SARL). Images with severe noise, haziness, and distortion were excluded. The remaining images included in this study were calibrated according to contrast and brightness using global contrast normalization and zero phase whitening.^\[[@R21],[@R22]\]^ The average value, X̄, and the standard deviation, σ, of each image were obtained, and global contrast normalization of the image data was performed as follows: X←(X -- X̄) / σ.

The final dataset consisted of 10,770 cropped radiographic images (extracted from 5390 panoramic and 5380 periapical radiographic images). Including 4600 Osstem TSIII implant systems (extracted from 2340 \[50.9%\] panoramic and 2260 \[49.1%\] periapical radiographic images), 4370 Dentium Superline implant systems (extracted from 2160 \[49.4%\] panoramic and 2210 \[50.6%\] periapical radiographic images), and 1800 Straumann BLT implant systems (extracted from 890 \[49.4%\] panoramic and 910 \[50.6%\] periapical radiographic images), as shown in Figure [2](#F2){ref-type="fig"}. The dataset was randomly divided into 3 groups: training dataset (n = 6,462 \[60%\]), validation dataset (n = 2,154 \[20%\]), and test dataset (n = 2,154 \[20%\]). The training dataset was randomly augmented 10 times (n = 64,620) using horizontal and vertical flip, rotation (range of 10°), width and height shifting (range of 0.1), and zooming (range of 0.8--1.2). The test dataset was allocated at the same ratio of 200 to each dental implant system.^\[[@R23]\]^

![The dataset consisted of a total of cropped 10,770 radiographic images (extracted from 5390 panoramic and 5380 periapical radiographic images), consisting of 4600 Osstem TSIII, 4370 Dentium Superline, and 1800 Straumann BLT dental implant systems.](medi-99-e20787-g002){#F2}

2.3. Architecture of the deep convolutional neural network
----------------------------------------------------------

In this study, we explored the representative deep CNN architecture, GoogLeNet Inception v3, which achieved excellent performance in high-level feature abstraction.^\[[@R24]\]^ This architecture was developed by the Google research team and consisted of 9 inception modules, including an auxiliary classifier, 2 fully connected layers, softmax functions, and 22 dense layers.^\[[@R24]\]^ A pre-trained model on ImageNet was used for preprocessing and transfer learning. This indicated that the architectures were capable of learning comprehensive natural features from approximately 1.28 million images, consisting of 1000 object categories.^\[[@R23],[@R25]\]^ Additional fine-tuning was performed by optimizing the weights, and each architecture was trained for 1000 epochs.^\[[@R26]\]^ (Fig. [3](#F3){ref-type="fig"})

![Overall scheme and overview representing the GoogLeNet Inception-v3 architecture. Implementations of the pre-trained convolutional neural network model using transfer learning. The dataset for the implant fixture images was obtained by cropping the regions of interests and using as input. The final output layer performs softmax classification and provides the predictions.](medi-99-e20787-g003){#F3}

2.4. Comparing the performance of the deep CNN architecture to human expert
---------------------------------------------------------------------------

A total of 2154 radiographic images (718 images evenly for each dental implant system) were randomly selected from the test dataset by a computer aided tool (Keras framework in Python (Python 3.6.1, Python Software Foundation, Wilmington, DE). Then, the accuracy performance of the trained deep CNN architecture and board-certified periodontist (JHL) was evaluated using the testing dataset.

2.5. Statistical analysis
-------------------------

All statistical analyses were performed using the Keras framework in Python (Python 3.6.1, Python Software Foundation, Wilmington, DE) and MedCalc statistical package (version 12.7.0, Mariakerke, Belgium), and the accuracy performance of the test dataset was evaluated using the receiver operating characteristic curve, 95% confidence intervals (CIs), and confusion matrix.

3. Results
==========

3.1. Classification of dental implant systems
---------------------------------------------

Table [1](#T1){ref-type="table"} and Figure [4](#F4){ref-type="fig"} show a comparison of receiver operating characteristic curves for appraising the accuracy of the deep CNN architecture and periodontist. Using combined panoramic and periapical radiographic images, the deep CNN architecture had an AUC of 0.971 (95% CI, 0.963--0.978), while the corresponding values for the periodontist were 0.925 (95% CI, 0.913--0.935). Using only panoramic radiographic images, the deep CNN architecture had an AUC of 0.956 (95% CI, 0.942--0.967), while the corresponding values for the periodontist were 0.891 (95% CI, 0.871--0.909). Using only periapical radiographic images, the deep CNN architecture had an AUC of 0.979 (95% CI, 0.969--0.987), while the corresponding values for the periodontist were 0.979 (95% CI, 0.969--0.987), respectively (Table [1](#T1){ref-type="table"}. and Fig. [4](#F4){ref-type="fig"}).

###### 

Comparison between the deep convolutional neural networks algorithm and periodontist for the identification and classification of 3 types of dental implant systems.

![](medi-99-e20787-g004)

![Comparison of receiver operating characteristic curves of the deep convolutional neural network (CNN) architecture and the periodontist. (A) Dataset consisted of 2154 panoramic and periapical radiographic images, (B) Dataset consisted of 1078 panoramic radiographic images, and (C) Dataset consisted of 1076 periapical radiographic images.](medi-99-e20787-g005){#F4}

3.2. Confusion matrix
---------------------

Another result analyzed was the confusion matrix of the multiclass classification of dental implant systems, based on deep CNN architecture using the training dataset (Fig. [5](#F5){ref-type="fig"}). The accuracy of Straumann BLT implant system (panoramic radiographic images: 99.4% and periapical radiographic images: 99.5%) was the highest among the three types of dental implant systems.

![Multiclass classification confusion matrix using deep convolutional neural network architecture. (A) Panoramic radiographic images without normalization, (B) Periapical radiographic images without normalization.](medi-99-e20787-g006){#F5}

4. Discussion
=============

Using dental implants for the successful rehabilitation of those who are partially or fully edentulous is growing rapidly over time. However, the number of dental implants that cannot be identified, because of the absence of available dental records, is also increasing. In addition, dental practitioners with relatively short clinical experience have more difficulty distinguishing between various designs of dental implant systems because of their limited firsthand observations.

In the past, effort has been made to identify dental implant systems from a forensic, medical viewpoint. However, these endeavors were conducted with a very small number of datasets, or resulted in low accuracy for practical clinical application.^\[[@R27],[@R28]\]^ Sahiwal et al attempted to recognize dental implant systems based on radiographic images; however, only 20 images per dental implant were used, and as a result, the dental implant system could only be accurately recognized within 10 degrees of vertical angulation.^\[[@R29]\]^ Michelinakis et al also developed a computer-aided diagnostic based recognition software to identify dental implant systems, however, it has the limitation of manually recording the characteristics of the dental implant (such as diameter, length, type of thread, surface property, and collar shape).^\[[@R30]\]^

Before conducting this study, we compared the accuracy performance of the classification of dental implant systems using 3 major CNN architectures with and without transfer learning (VGG-19, Inception-v3, and ResNet-50) to find the optimal model. Although all 3 algorithms had reliable results, the pre-trained Inception-v3 architecture showed the best performance (AUC = 0.922, 95% CI 0.876--0.955), and therefore, we adopted the Inception-v3 architecture in this study.^\[[@R31]\]^ The GoogLeNet Inception-v3 architecture, which was developed in 2014 and modified in 2016, showed excellent multicategorical (or multiclass) image classification and object detection performance in the annual ImageNet Large Scale Visual Recognition Challenge.^\[[@R24],[@R32]\]^ Therefore, this architecture has been widely adopted in various medical and dental fields, such as clinical diagnosis and therapeutic aspects. In particular, it has demonstrated superior performance in detecting and classifying diabetic retinopathy in retinal fundus photographs, pulmonary tuberculosis from chest radiographs, skin cancers from skin photographs, and cystic lesions from panoramic and cone beam computed tomography radiographs.^\[[@R33]--[@R36]\]^

Our goal was to learn discriminative features for contour identification and classification, using the well-known and very effective deep CNN architecture. To the best of our knowledge, this study is the first to evaluate the efficacy of deep CNN architecture using panoramic and periapical radiographic images. We demonstrated that the GoogLeNet Inception-v3 architecture provided a reliable performance (AUC between 0.956 and 0.979) and superiority when compared to the board-certified periodontist (AUC between 0.891 and 0.959). In particular, the Straumann BLT implant system had the highest accuracy in panoramic and periapical radiographic images. This result is considered to be due to the largest taper of the Straumann BLT implant system and is considered as one of the major limitations of the dataset collection in this study.

We retained the cropped, 10,770 panoramic and periapical radiographic images from the 3 categories. The images were relatively small for performing reliable training and testing with deep CNN architecture. To overcome this limitation, and to avoid overfitting, the training dataset was augmented 10-fold at random and a fine-tuning strategy with transfer learning was performed manually and meticulously.^\[[@R25]\]^ Another limitation encountered was that each dental implant with the same base system was still different in structure, depending on its diameter and length. However, our dataset did not consider these factors. As already mentioned in the introduction, although there are a large number of dental implant systems with different designs, only three types of dental implant systems were included in the dataset, which limits their practical use.

In recent years, the efficacy of deep learning has been actively investigated for a 3-dimensional dataset source. A variety of deep CNN architectures have already been specialized and optimized based on 3-dimensional computed tomographic images In contrast, 2-dimensional images (including dental panoramic and periapical radiography) are more distorted than 3-dimensional images. This factor is another major limitation that impedes the clear identification and classification of dental implant systems.^\[[@R37]\]^ Therefore, if additional information (e.g., exact diameter and length, based on a 3-dimensional implant image using dental cone-beam computed tomography) is included in the dataset, the classification accuracy can be improved.

5. Conclusions
==============

Deep learning is predicted to become one of the most transformative technologies for dental applications. We found that deep CNN architecture was useful for the identification and classification of dental implant systems by using panoramic and periapical radiographic images. Further studies should concentrate on the effectiveness of deep CNN architectures with high quality and quantity datasets, obtained from clinical dental practices.
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